A new spectrophotometric method was developed for simultaneous determination of compounds with interfering spectra in binary mixtures without previous separation, showing significant advantages over the conventional methods regarding minimal data manipulation and applicability. The proposed method was applied for the determination of Propranolol hydrochloride and Hydrochlorothiazide in Tablets formulation, for determination of sampling wavelength, 10 μg/ml of each of PRO and HCT were scanned in 200-400 nm range and sampling wavelengths were 289 nm for PRO and 270 nm for HCT are selected for development and validation of simultaneous equation method. For this method linearity observed in the range of 10-50 μg/ml for PRP and 5-25 μg/ml for HCT, and in their pharmaceutical formulation with mean percentage recoveries 100.13± 0.86 and 100.07± 0.58, respectively. The method was validated according to ICH guidelines and can be applied for routine quality control testing.
is Structure of propranolol hydrochloride and (B) is structure of Hydrochlorothiazide.
Theory
We can find out concentration of both the drug from combination mixture using the simultaneous equation method. In this method using the absorbance of both the drug and mixture at their wavelength and put this value in following equation and we can find out the concentration of drugs present in combination. 2. Material and method 2.1. Apparatus A double beam UV/Visible spectrophotometer (Shimadzu model 2450, Japan) with spectral width of 2 nm, 1 cm quartz cells was used to measure absorbance of all the solutions. Spectra were automatically obtained by UV-Probe system software.
Reference samples
PRO and HCT reference standard are kindly supply by CIPLA LTD, Mumbai and CTX Life Science, Surat as a gift sample respectively.
Pharmaceutical formulation
Cipler-H tablet, labelled to contain 40 mg PRO and 20 mg HCT, manufactured by Cipla Ltd.
Materials and reagents
Methanol AR grade (RANKEM) 2.5. Standard solutions 2.5.1. Standard solution of Propranolol HCl (PRO) Accurately weighed quantity of PRO 10 mg was transferred to 100ml volumetric flask, dissolved and diluted up to mark with Methanol to give a stock solution having strength 100µg/ml.
Standard solution of Hydrochlorothiazide (HCT)
Accurately weighed quantity of HCT 10 mg was transferred into 100 ml volumetric flask, dissolved and diluted up to mark with Methanol to give a stock solution having strength 100µg/ml.
Preparation of standard mixture
Pipette out accurately 1 ml of PRO stock solution (100µg/ml), 0.5 ml of HCT stock solution (100µg/ml) in 10 ml volumetric flask and make up the volume up to the mark with Methanol. It gives solution containing PRO 10µg/ml, HCT 0.5µg/ml.
Test Sample Preparation
Dissolve tablet sample in 100 ml volumetric flask containing 100 ml methanol. Take 1 ml tablet sample solution in 10 ml volumetric flask and make up volume up to mark with methanol.
2.6. Procedures
Construction of calibration curves (linearity)
This series consisted of five concentrations of standard PRO solution ranging from 10-50 μg/ml. The solutions were prepared by pipetting out standard PRO stock solution (1ml, 2ml, 3ml, 4ml, 5ml) was transferred into a series of 10 ml volumetric flasks and volume was adjusted up to mark with Methanol. A zero order spectra of the resulting solutions were recorded, measured the absorbance at 289.0nm against a reagent blank solution (Methanol). Calibration curve was prepared by plotting absorbance versus respective concentration of PRO. This series consisted of five concentrations of standard HCT solution ranging from 5-25 μg/ml. The solutions were prepared by pipetting out Standard HCT stock solution (0.5ml, 12ml, 1.5ml, 2ml, and 2.5ml) was transferred into a series of 10 ml volumetric flasks and volume was adjusted up to mark with Methanol. A zero order spectra of the resulting solutions were recorded and measured the absorbance at 270 nm against a reagent blank solution (Methanol). Calibration curve was prepared by plotting absorbance versus respective concentration of HCT. 
Analysis of laboratory-prepared mixtures.
Laboratory-prepared mixtures containing different ratios of PRO and HCT were prepared. By applying the procedure under linearity, absorbance at 289.0 nm was recorded for PRO and 270.0 nm were recorded for HCT. The concentration of each drug in each mixture was calculated from its corresponding Cx and Cy equation. Validity of the method was assessed by spiking the pharmaceutical formulation by known amounts of standard drug powders (standard addition technique). The recovery of the added standards was then calculated after applying the proposed method.
Application of the proposed method for the simultaneous determination of PRO and HCT in Cipler -H tablet
Take one tablet and dissolved into a 100-ml beaker and sonicated in 100 ml methanol for 15 min, filtered into 100-ml volumetric flask. The residue was washed three times each using 10 ml methanol and completed to the mark with the same solvent. Transfer accurately 1 ml of the extracted solution into a 10-ml measuring flask. One millilitres of PRO working solution (20 µg/ml) equivalent to 40 µg PRO was added and completed to the mark with methanol. The general procedure under linearity was followed.
3. Results and discussion The absorbance wavelength for PRO and HCT found to be 289 and 270 nm, respectively, which is different and hence non-overlapping. Thus simultaneous determination of PRO and HCT in bulk mixture-I and tablet solution-I was found to be successful by simultaneous equation. 
Specificity
The specificity of the method was investigated by observing any interference of one drug with other two drugs in bulk mixture and tablet solution. Similarly the interference of excipients of tablet with drugs was investigated.
Linearity and range
The linearity of method is its ability within a given range to obtain test results which are directly or through a mathematical transformation, proportional to the concentration of analyte. Linearity of the method was determined at five concentration levels for PRO and HCT independently.
Accuracy
The accuracy of an analytical method is the closeness of the test results to the true value. It was tested by spiking standard PRO solution in different concentration 80, 100 and 120% to a tablet solution. The tablet solution was analyzed at 289 nm for estimation of PRO. Similarly, the accuracy for HCT was determined at 270 nm, respectively.
Precision
The intra-day precision (repeatability) of method was determined by measuring the absorbance of tablet solution-I at 289 and 270 nm for PRO and HCT, respectively. Within a laboratory over a short period of time.
The inter-day precision (intermediate precision) was determined by measuring the absorbance of tablet solution-I at 289 and 270 nm for PRO and HCT, respectively. Within a laboratory on three consecutive days, by different analysts. The %RSD was calculated for intra and inter-day precision.
LOD and LOQ
The LOD of an analytical method is the lowest amount of analyte in a sample which can be detected but not necessarily quantified. The detection limit (DL) of method was determined by equation, DL = (3.3 σ)/S, where, σstandard deviation of blank response, S-slope of the calibration curve. The quantitation limit (QL) of analyte was determined by equation DL = (10 σ)/S, where, σstandard deviation of blank response, S-slope of the calibration curve 3.6. Robustness and ruggedness Robustness and ruggedness of the method has been evaluated at two different levels i.e. change in stock solution and changing the instrument.
Analysis of commercial tablets
The proposed method was successfully applied to the analysis of both mixtures in their pharmaceutical preparations. Results obtained were precise and in good agreement with the labelled claim as concluded from the satisfactory values of % recovery and RSD (%) gathered in table 2 and 3. Proposed method is precise and accurate, and give same result in same day and between the day and this data is gathered in table 1. When we change in standard stock concentration or changed the instrument that time also this proposed method give good result this data also gathered in table 4 and 5. 
Conclusion
A novel, simple, rapid and sensitive method is proposed for the analysis of two binary mixtures with overlapping spectra. The method involves the generation of absorbance spectra followed by measurement of the absorbance. The proposed method does not require any sophisticated mathematical treatment for the absorption data, and it exhibits several advantages over other spectrophotometric methods for resolution of binary mixtures. The applicability of the developed method was evaluated through the determination of both drug combinations in several laboratory-prepared mixtures and in pharmaceutical tablets with good accuracy and precision. Therefore, the presented methodology is adequate for the routine quality control analysis of these fixed-dose combinations.
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